Intrauterine breakage of a Multiload Cu250 intrauterine device: report of a case.
A case of intrauterine breakage of a Multiload Cu250 IUD is reported. After a failed attempt to remove the IUD in which the IUD strings broke, the body of the IUD without the side arms was expelled spontaneously.